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ABSTRACT 

 Accurate measurement of personal exposure to particulate matter and its constituents 

requires samplers that are accurate, compact, lightweight, inexpensive and convenient to use. 

The Personal Particulate Organic and Mass Sampler (PPOMS) has been developed to meet these 

criteria. The PPOMS uses activated carbon-impregnated foam as a combined 2.5-µm size-

selective inlet and denuder for assessment of fine particle mass and organic carbon.  Proof of the 

PPOMS concept has been established by comparing mass and organic carbon in particles 

collected with collocated samplers in Seattle, at a central outdoor site and in residences.  Daily 

particulate mass concentrations averaged 10.0±5.2, 12.0±5.3, and 11.2±5.1 µg m-3 for the Federal 

Reference Method, the Harvard Personal Exposure Monitor, and the PPOMS, respectively, for 

10 24-h sampling periods. During a series of PM2.5 indoor organic carbon (OC) measurements 

from single quartz filters, the apparent indoor OC averaged 7.7±0.8 µg of C m-3, which was close 

to the indoor PM2.5 mass from collocated Teflon filters (7.3±2.3 µg of C m-3), indicating the 

presence of a large positive OC artifact.  In collocated measurements, the PPOMS eliminated this 

artifact just as well as the Integrated Gas and Particle Sampler that incorporated a macroreticular 

poly(styrene- divinylbenzene) (XAD-4) resin-coated denuder, yielding OC concentrations of 2.5 

± 0.4 and 2.4 ± 1.0 µg C m-3, respectively. Thermal analysis for OC indicated that the indoor 

positive artifact was due to adsorption of gas-phase SVOC. This study shows that the PPOMS 

design provides a 2.5-µm size-selective inlet that also prevents the adsorption of gas-phase semi-

volatile organic compounds onto quartz filters, thus eliminating the filter positive artifact. The 

PPOMS meets a significant current challenge for indoor and personal sampling of particulate 

organic carbon.  The PPOMS design can also simplify accurate ambient sampling for PM2.5.
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INTRODUCTION 

 Accurate measurement of personal exposure to particulate matter (PM) and its 

constituents contributes not only to understanding the health effects associated with exposure to 

aerosols but also to identification of the sources of particulate matter to which humans are 

exposed. Although it is widely recognized that some particulate organic constituents are 

mutagenic, (1,2) little effort has been made to study the toxicological effects of atmospheric 

organic PM due to the complexity of measuring atmospheric organic PM. The National Research 

Council (3) has identified measuring personal exposure to particulate matter and quantifying its 

chemical composition as high priority research needs. Saldiva and colleagues4 recently provided 

evidence relating lung inflammation to particle composition in concentrated ambient air particles 

including organics. 

 Many particulate organic compounds are labile or semivolatile species. This 

characteristic is responsible for one of the biggest current challenges for accurate measurement 

of personal exposure to ambient aerosols: how to deal with the artifacts that can occur during 

sampling for particulate organic compounds.  A “positive” sampling artifact (5-8) results from 

the adsorption of vapor-phase semi-volatile organic compounds (SVOC) onto the filter that 

collects particles, or even onto the particles. A “negative” sampling artifact (9-13) occurs when 

SVOC desorb or volatilize from the particles. High, net positive, sampling artifacts have been 

observed during indoor particulate organic carbon (OC) sampling using quartz filters (14-15). It 

is not yet known whether a similar, net positive, sampling artifact occurs during the measurement 

of personal exposure to particulate organic carbon; however, one is expected because positive 

artifacts have been observed in both outdoor and indoor sampling (5-8,14,15). Such 

measurement artifacts hinder not only the characterization of indoor and personal exposures to 
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various constituents of PM but also the source apportionment efforts in identifying sources that 

contribute to personal PM exposures and health effects.  We know of no existing artifact-free 

personal particulate organic sampling device, yet understanding health effects requires an 

improved technique for accurate characterization of personal exposure to particulate organic 

material (POM). The focus of this study is elimination of the positive artifact. 

 During the last two decades diffusion denuder techniques have been introduced to 

eliminate artifacts during fixed-location ambient particulate sampling. Two successful denuder 

systems for the removal of gas phase-organic compounds are the Brigham Young University 

Organic Sampling System (BOSS)(16) and the Integrated Organic Vapor-Particle Sampler 

(IOVPS)(17) and its larger versions, the Integrated Organic Gas and Particulate Sampler 

(IOGAPS) 18,19.  The BOSS denuder is based on Fitz’ parallel-plate diffusion battery 

design=(20) and has parallel strips of charcoal impregnated filter paper.  The IOVPS and 

IOGAPS use denuders that are coated with very finely ground XAD-4, an extractable, porous, 

macroreticular, nonpolar, (polystyrene-divinylbenzene) resin, with high surface area (725 m2 g-1) 

for adsorption of a wide range of SVOC.  Both types of samplers include postfilter sorbents 

(sorbent resin beds, carbon- or XAD-impregnated filters) for assessment of negative artifacts 

caused by evaporation of organic compounds from the particles during sampling. While these 

designs minimize artifacts, both of these systems are too large for personal exposure assessment. 

The denuder sections alone are at least 20 cm long. 

 A sampler to measure personal PM2.5 should have high removal efficiency for gas phase 

organic compounds, and it should be accurate, compact, lightweight, inexpensive and convenient 

to use. Some of these criteria are met using porous foam as a size-selective inlet. Kenny (21,22) 

reported the use of porous foam inlets for personal sampling of inhalable, thoracic and respirable 
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dust, as well as PM2.5, PM10, and bioaerosols. Here we have combined porous foam and denuder 

technology to develop a personal sampler with an inlet that provides both size selectivity and gas 

denuding. The new Personal Particulate Organic and Mass Sampler (PPOMS) uses activated 

carbon-impregnated foam as a combined size-selective and denuder inlet. This report describes 

the design and evaluation of the PPOMS, along with results of pilot-scale field testing. 

 

EXPERIMENTAL METHODS 

Personal Particulate Organic and Mass Sampler. The (PPOMS)  
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The PPOMS (Figure 1) was assembled in a three-piece cassette of black carbon-filled 

polypropylene (25-mm diameter, Cole-Parmer Inc., Part No. 10380-00). Foam disks were placed 

in the cassette body, between short sections of Tygon 3630 tubing. The gap between the air inlet 

and the foam (0.5-2 cm) acted as a flow straightener to distribute the incoming air evenly across 

the foam. Particles were collected downstream on a prefired quartz filter supported on a stainless 

steel screen (URG Corp., Chapel Hill, NC). The second piece of tubing created a spacer of ~0.5 

cm between the foam and filter. The filter and screen were held in place by press fit with the 

cassette body. 
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 Activated carbon-impregnated foam (ACF) is composed of fine activated carbon particles 

(<10-µm diameter) that are incorporated uniformly into open-cell polyurethane foam at the time 

the foam is formulated.  Moderate heating is used to bind the activated carbon particles to the 

PUF.  ACF can be 60% AC by weight, according to the manufacturers’ information. A basic 

descriptor of the geometry of foams is ppi which defines the number of pores per linear inch.  

Two types of ACF were used during the development of the PPOMS.  The first had 110 pores 

per inch (ppi) and was provided by Lewcott Corp. in a 1.5-mm thick-sheet (ACF-F110PPI-

0.065-150). As discussed below, several disks of foam were packed together to achieve the 2.5-

µm size cut.  Later in the study, for assessment of the quartz filter artifact, the 110 ppi foam was 

supplemented by a second type of foam, 20 ppi ACF from Macauto Industrial Co. (ACS-CPS2 

05/w350). This was a precautionary step to ensure adequate vapor adsorption capacity, because 

the 110 ppi carbon foam had been stored for more than 6 months before the second phase of 

experiments began.   

Sample Collection and Analysis.  

 All experiments were conducted in greater Seattle, WA, between November 2000 and 

May 2001. Outdoor sampling for PM2.5 mass was conducted at the Beacon Hill EPA Air Quality 

and Particulate Speciation Monitoring site, operated by the Washington Department of Ecology. 

The PPOMS was collocated with two Federal Reference Method (FRM) samplers (Rupprecht 

and Patashnick, Albany, N Y) and a Harvard PM2.5 Personal Environmental Monitor (HPEM, 

MSP Corp. Minneapolis, MN). The HPEM operated at 4 L min-1 and collected particles on 

Teflon filters (37 mm, Teflo 2-µm pore size, Catalog No. 225-1709, SKC, Inc., Eighty Four, 

PA). The HPEM had a 50% cut point of 2.5 µm (23) at 4 L min-1. HPEM and PPOMS samples 

were collected for 24 h, starting at 0:00 PST.  

Submitted to ES&T May 8, 2002;  
Accepted August 27, 2002       6 



03/24/04  2:56 PM  50850.doc 

 The purpose of the measurements at Beacon Hill was optimization of foam thickness in 

the PPOMS, for best mass match with the FRM PM2.5. These experiments were conducted in two 

stages: first, from November 28 to December 6, 2000, during which 4.5-, 9-and 12-mm 110 ppi 

thicknesses of ACF were used, and from May 7 to May 25, 2001, when a second set of five 

PPOMS samples was collected using a modified configuration (12 mm thickness of 110 ppi ACF 

plus 40-mm of 20 ppi ACF). 

 Indoor sampling of particulate carbon was conducted to assess the effectiveness of the 

PPOMS in minimizing positive sampling artifacts. These measurements were coordinated with 

ongoing exposure assessments by the Northwest Particulate Matter and Health Effects Center, 

and they were conducted at subjects’ houses in May, 2001.  ETS was not present at any time in 

the residences that we sampled. One PPOMS (with 12-mm 110 ppi ACF plus 40-mm 20 ppi 

ACF), one Integrated Organic Gas and Particle Sampler, and one Harvard Impactor (HI2.5) were 

collocated inside two houses in suburban Seattle, specifically in Lynnwood, WA. from May 7 to 

May 10, and in Mountlake Terrace, from May 15-25, 2001. Five sets of samples were collected 

at each house. The HI2.5 (Air Diagnostics and Engineering, Inc., Naples, ME) had one impactor 

stage and one filter stage that held two 37-mm quartz filters in series.  The filters were separated 

by a polyester drain disk (Catalog No. 230800, Whatman, Inc., Fairfield, NJ).  Particles of 

aerodynamic diameter greater than 2.5 µm were removed by the impaction plate that had a light 

film of silicone grease, and smaller particles were collected on the first filter.  Measurements 

obtained from this first filter corresponded to those from the single filter of conventional 

samplers (hereafter referred to as the single-filter method). The first filter was subject to positive 

artifacts from vapor phase adsorption onto the quartz filter material. The second filter was used 

to estimate the quartz filter positive artifact via the double-filter method (6) in which the PM2.5 

Submitted to ES&T May 8, 2002;  
Accepted August 27, 2002       7 



03/24/04  2:56 PM  50850.doc 

organic carbon concentration was estimated by subtracting the OC on the second filter from that 

on the first filter. (Turpin recommended= (6) better artifact OC estimation from a quartz filter 

that follows a Teflon filter.  This requires using another collocated sampler.)   

 The IOGAPS (URG) operated at 16.7 L min-1. The sampler included a cyclone inlet with 

a 2.5-µm aerodynamic diameter cut point. After the cyclone, the air passed through a resin-

coated (24), sandblasted glass denuder (8 channels, 5.1-cm o.d., 27-cm coated length) that 

collected vapor-phase semivolatile organic compounds. Following the diffusion denuder, 

particles were collected on a quartz filter. The IOGAPS uses LBNL’s fine sorbent coating for the 

denuders and quartz filter. The coating is prepared from commercial XAD-4 resin beads that 

have been milled to submicrometer size. One XAD-coated quartz (XQ) filter followed, to collect 

semi-volatile organic compounds lost from particles, for gas/particle partitioning studies that are 

not discussed here. XQ filters were not used with the PPOMS, HPEM, or HI2.5 samplers. 

 Quality control and assurance.  The “on” and “off” flow rates for the HI2.5, HPEM, and 

PPOMS (all 4 L min-1) were monitored daily in the field with a flowmeter (N092-04, Cole 

Parmer Inc.) that had been calibrated against a dry gas meter. All measurements had flow rates 

within 5% of 4 L min-1. No data points had to be rejected because of out-of-tolerance flow rates.  

If they had occurred, each data point would be flagged and evaluated for rejection from the data 

set.  

 Teflon filters had been conditioned at 22°C and 33% RH for at least 24 h before 

weighing with an ultramicrobalance (Mettler Toledo, Model UMT2) in an environmental 

chamber (25). Filter mass measurements were reproducible within ± 1.8 µg, based on repeated 

weighing of the same filters. Teflon filter field blanks were collected for both the HPEM (one 

blank per day, corresponding to one blank per seven samples, averaging -0.5 µg m-3 for this 
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study) and the PPOMS (one blank per five samples, averaging -0.5 µg m-3). The mass 

concentrations were not corrected for blanks, to be consistent with the EPA method for the FRM.  

Quartz filters were prefired to 800°C and kept sealed before use. Exposed filters were sealed in 

polycarbonate Petri dishes and frozen until analysis.   

 Carbon analysis. After exposure, all quartz filter samples were analyzed for OC and EC 

by thermal optical transmission (TOT) at Washington State University using a modified version 

of the NIOSH method (26). This method consists of two heating phases, the first using oxygen-

free helium carrier gas, for OC, and the second with helium carrier gas containing 2% oxygen for 

EC. In the first phase, filter-collected particles are heated sequentially in helium to a series of 

temperature set points to volatilize organic compounds in groups that correspond to their 

volatility. The evolved gases are oxidized over MnO2 to CO2 before conversion to CH4 and 

detection by flame ionization detection (FID).  During the second phase, the sample is cooled 

somewhat and oxygen is added to the carrier gas. The remaining carbonaceous material (black or 

elemental carbon) is directly oxidized to CO2  and subsequently converted to CH4. The gas 

chromatographic FID method is specific for carbon. In this study, the sample was heated to the 

following temperature set points and held for the time indicated in parentheses: 250 °C (60 s), 

500 °C (60 s), 630 °C (60 s), and 870 °C (90 s) in pure He, followed by 30 s during which the 

heater was off, and then 500 (10 s), 600 °C (20 s), 670 °C (20 s), 740 °C (20 s), 810°C  (20 s), 

860 °C (20 s), and 920 °C (120 s) in a 2% O2 in He. Organic carbon was reported in five 

fractions based upon the first four temperature steps (i.e., pure He environment phase), with the 

most volatile and lowest molecular weight compounds volatilizing first. OC1 corresponded to 

peak 1 (250 °C), OC2 to peak 2 (500 °C), OC3 to peak 3 (630 °C), OC4 to peak 4 (870 °C), and 

OC5 to pyrolyzed OC, defined as the carbon evolved from the filter after initial introduction of 
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O2 and before the filter returned to its initial transmissivity as determined from the optical 

transmission record (26).  The total OC was taken as the sum of these five fractions, and 

elemental carbon was the difference between the carbon evolved in the presence of O2 and the 

pyrolized carbon (OC5). All OC concentrations were corrected for filter blanks (Table 1).  
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Precision of the total carbon from the TOT analysis corresponded to ~± 0.5 µg m-3, based on 

replicate analyses. There are no currently accepted organic standards for the accuracy or 

precision of the OC, its OC fractions or EC, except that total particulate C should be the sum of 

OC, EC, and carbonate carbon, (if present). Use of blanks may overestimate the precision of the 

TOT method. 

 

RESULTS AND DISCUSSION 

Foam Thickness Selection   

 The use of foam as a size-selective inlet has been the subject of several experimental and 

theoretical studies (21,22,27,28). These efforts investigated factors that affect the penetration of 
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particles through foam, with a lot of attention to pore density, foam thickness and face velocity, 

as well as consideration of the advantages and disadvantages of foam for size selection. Particle 

penetration through foams depends on face velocity (the ratio of the flow rate to the cross-

sectional area perpendicular to the flow direction), as well as foam thickness and pore density, as 

described by Vincent et al. (27).  They also presented a semiempirical equation that predicts 

particle penetration based on face velocity, foam porosity and thickness. For example, 100 ppi 

foam has smaller pores than 20 ppi foam and, at a given face velocity, traps smaller particles 

than 20 ppi foam. Chen (28) found that solid particles larger than 6 µm experienced some small 

bounce effects for noncoated foam when solid particles were used to evaluate aerosol 

penetration.  Chen also indicated that pore clogging by particles was small. 

 A commercially available sampler (SKC) has a PM2.5 foam inlet based on Kenny’s 

design (21,22) intended for industrial hygiene monitoring.  Because the extensive body of 

previous work on particle penetration used polyurethane foam (21,22,28), this study did not 

repeat the earlier efforts, but instead concentrated on the use of activated carbon-impregnated 

foam not only as a size-selective inlet but also as a denuder.   

 To our knowledge, this is the first time that ACF has been used as the size-selective inlet. 

Variation of the foam thickness was used to tailor the particle size cut of the PPOMS because the 

foam thickness could easily be changed, whereas the requirements for personal sampling dictated 

the low flow rate, small filter area, and thus the filter face velocity.  Vincent’s empirical model 

(27) was used to select the thickness range for the first prototypes: 4.5, 9, and 12 mm were 

selected because their predicted particle cut points for 110 ppi foam are 3.06, 2.64, and 2.48 µm, 

respectively.  Some shift to lower cut points might be observed if the manufacturer’s description 

did not account for any lowering of the apparent pore size by the presence of small carbon 
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particles. Figure 2 shows the ambient PM mass concentrations obtained at an outdoor monitoring 

site, Beacon Hill.  
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The PPOMS was deployed with the three foam thicknesses mentioned earlier, and data from 

each configuration were compared with the PM2.5 data from the collocated FRM samplers.  The 

PPOMS with 12-mm thickness of 110 ppi ACF showed the best agreement with FRM PM2.5 

mass, although there was very little difference across this foam thickness range.  The apparent 

lack of sensitivity to thickness is consistent with the minimum observed between 2 and 4 µg in 

the typical ambient PM bimodal particle mass size distribution. Figure 2 also suggests that the 

impregnated activated carbon powder did not significantly influence the particle cut point. 

 Subsequent PPOMS were constructed with 12-mm thickness, 110 ppi ACF. The cut point 

diameter (D50) of the PPOMS is 2.5 µm, based on the predictions of the Vincent model (27)  
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(Figure 3) 
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for 110 ppi with the sampler geometry and flow rate described above) and agreement with the 

FRM PM2.5 data.  The same cut point is expected in the PPOMS to which additional foam (20 

ppi) had been added for renewal of SVOC removal capacity. The additional foam had much 

larger pores, allowing PM2.5 to pass freely.  Vincent’s equation (27) predicts that the 50% particle 

cut point for 12-mm 110 ppi foam with our PPMOS design is 2.48 µm. After adding 40-mm 20 

ppi in PPOMS, the predicted 50% cut point changes to 2.47 µm, an insignificant change. 

 Comparison of PPOMS and HPEM for PM2.5 Mass. To establish proof of concept that 

the PPOMS can accurately measure PM2.5 mass for personal exposure assessment, the PPOMS 

and the widely used HPEM (29,30), a personal exposure sampler for PM2.5 mass, were 

collocated at Beacon Hill, Seattle WA, with the FRM as the standard method.  Our main purpose 
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was not evaluating PEMs by comparison to FRMs, but establishing that the PPOMS provides 

data comparable to the HPEM and FRM. We tested two configurations of the PPOMS: one with 

12-mm thickness of 110 ppi ACF and the other with 12-mm thickness of 110 ppi ACF plus 40-

mm thickness of 20 ppi ACF. 

 The HPEM and PPOMS both used Teflon filtersn and the observed PM2.5 mass 

concentrations correlated well with each other (R2 = 0.84, Slope = 0.88, and intercept = 2.42). 

The nonparametric Wilcoxon rank sum test indicated no significant difference between PM2.5 

mass measurements by these two personal samplers (χ2 = 0.64, p-value 0.42).  
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As shown in Table 2, both methods overestimated PM2.5 mass compared to the FRM: the 

PPOMS by 9% (slope=1.09, R2=0.95 when forced through the origin), and the HPEM by 18% 

(slope 1.18, R2 = 0.73) when forced through the origin). HPEM mass data were not blank-

corrected for mass.  Our results with the HPEM are consistent those of Williams (31), who found 

that the PEM (similar in design to the HPEM) had a positive concentration mass bias up to 18%, 

relative to the FRM.  
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Quartz Filter “Positive” Artifact Elimination.  A primary objective of the PPOMS 

development is elimination of the positive OC artifact that has been observed when using the 

single quartz filter method was used in indoor and ambient particulate monitoring. To evaluate 

the ability of the PPOMS to reduce this artifact, a special indoor experiment was conducted at 

two houses in greater Seattle during May 2001.  At these locations, the PPOMS was compared to 

a denuder sampler, the double-filter method, and the conventional single-filter method. Figure 4 

shows the results. 

 The average indoor OC concentration data are shown in Table 3.   

 

 

Table 1III 

 

 

Indoor OC determined from the PPOMS agreed well with that from the IOGAPS, but both were 

less than either the single-filter or the double-filter method. The nonparametric Wilcoxon rank 

sum test indicated no significant difference between the PPOMS and IOGAPS methods for 

indoor OC measurements (χ2 = 0.33, p-value 0.42).  Concentrations of particulate EC from the 

various sampling methods were all in the same range. 

 The average OC in PM2.5 collected on the single quartz filters was 3 times the average 

OC determined from quartz filters in the PPOMS or the IOGAPS. Moreover, the average 

concentration of indoor OC from the single quartz filter method (7.7±0.8 µg of C m-3) was 

somewhat higher than the average PM2.5 mass concentration (7.3±2.3 µg C m-3) from the Teflon 

filters in the collocated Harvard Impactor. 
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 The good agreement between the PPOMS and IOGAPS (Figure 4) shows that, even for 

indoor PM2.5 sampling, the PPOMS can eliminate the quartz filter positive artifact just as well as 

the IOGAPS can. Moreover, the same activated carbon foam was used during the entire 10-day 

experiment without any apparent degradation in denuding capacity. The high capacity and 

continuous-use capability are advantages of activated carbon. 

 Since it has been shown previously that the XAD-coated denuder in the IOGAPS 

eliminates the positive artifact for particulate sampling onto a quartz filter (32,33), we infer that 

the high indoor OC concentrations measured by the single-filter method were the result of 

adsorption of gas-phase SVOC onto the quartz filters during sampling.  The detailed TOT 

temperature profiles are also consistent with the hypothesis that the OC concentrations found 

with the single quartz filter method were due to a positive artifact. Figure 4 compares the OC in 

samples from the PPOMS, IOGAPS, and single and double filters for each fraction. There were 

significant differences between the samplers in the low-temperature OC fractions. The average 

OC1 determined from the single-filter method was 3.0 µg of C m-3 higher than that determined 

from the PPOMS, and 3.3 µg of C m-3 higher than that determined from the IOGAPS. The OC2 

on the single-filter was 1.5 µg C m-3 higher than that collected by the PPOMS and IOGAPS. In 

comparison, the higher temperature fractions OC3 – OC5 collected by the single filter had only 

0.6 µg C m-3 more than those collected by the PPOMS and 0.4 µg of C m-3 more than those 

collected by the IOGAPS. 

 Analysis of the backup quartz filter (the second quartz filter in the HI2.5) confirmed that 

the differences in the OC1 and OC2 concentrations between the single- filter method and the 

denuded samples from the PPOMS or IOGAPS were due to the quartz filter positive artifact.  

The backup quartz filter only collected gas phase organic compounds because all particulate 
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organic compounds have already been collected by the first quartz filter (6). Compounds that 

desorbed from the particles could recondense on the backup filter, but this effect is expected to 

be small (6). OC1 and OC2 accounted for 95% of total OC from the second filter, which is 

consistent with its adsorption of gas-phase semivolatile organic carbon. 

 There are three limitations to the double-filter method. First, there may be depletion of 

the organic vapor by the upstream filter, leading the second to underestimate the positive artifact.  

An additional sampler, in which a quartz filter follows a Teflon filter, can be used to evaluate the 

front quartz filter positive artifact (6) more accurately. Second, the adsorption characteristics 

(e.g., surface functional groups, selectivity, hydrophilicity, and capacity) of different quartz 

filters may be different, leading to errors in correcting for the positive artifact by either the 

double-filter method or the addition of a second sampler that has Teflon and quartz filters (34). 

Third, the double-filter method would lead to misleading or erroneous results if negative (blow-

off) artifacts were large, as seen in some ambient environments with high particle loading.  

Given these limitations, and propagation of errors in subtraction, it is not surprising that the 

double filter results showed more variability than those from the PPOMS or IOGAPS.  A recent 

review by Turpin et al. (35) and work by Mader and Pankow (36) provide further insight about 

the origin of organic sampling artifacts on quartz filters. 

 The residence time of particles through the PPOMS foam is 0.03 s, which is short enough 

to minimize evaporation of SVOC from particles during passage through the carbon foam.  

However, evaporation of OC from collected particles has not been measured in this study.  

Finding a method to estimate the evaporation artifact accurately as OC is still a sampling and 

analytical challenge. The double filter method is less subject to the evaporation artifact. The 

results of Lewtas et al. (33) in comparing two denuder and two sorbent-impregnated filter types 
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suggest to us that the evaporation artifact could be assessed more accurately from XQ used in 

future PPOMS than from XQ in the IOGAPS. The XAD-coated denuders and filters in the 

IOGAPS are designed for SVOC, and they trap VOC incompletely. The ACF has the advantage 

of better VOC removal. However we do not yet have any data to test this hypothesis. XQ can be 

added to the PPOMS, even in the current cassette body, and future validation studies will include 

XQ or CIF.  

 Limitations and need for further investigation. The PPOMS proof of concept has been 

established with the limited field studies that are reported here.  However, further investigation is 

needed for thorough evaluation and validation.  For example, its collection characteristics as a 

size-selective inlet need to be established using standard aerosols.  The capacity and lifetime of 

various types of ACF should be evaluated under controlled conditions with challenge SVOC and 

aerosols, as well as in ambient and indoor air. Additionally, the PPOMS should include a suitable 

postfilter substrate for determination of the evaporation artifact. A compact, lightweight, 

inexpensive, convenient, combined size-selective inlet and denuder for fine particulate sampling 

has been developed that eliminates the positive organic sampling artifact.  
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Table 1. Summary of blank values (means and standard deviations) for carbon analyses on filter 

samples collected using the PPOMS, IOGAPS, and HI2.5 double-filter methods.  

Parameter Temperature Step PPOMSa  IOGAPSa HI2.5
b 

OC1 250 °C 0.09 ± 0.01 0.01 ± 0.01 0.53 ± 0.23 

OC2 500 °C 0.17 ± 0.04 0.06 ± 0.03 0.82 ± 0.32 

OC3 650 °C 0.06 ± 0.03 0.02 ± 0.02 0.37 ± 0.15 

OC4 850 °C 0.04 ± 0.02 0.02 ± 0.03 0.49 ± 0.24 

OC5 Pyrolytic OC 0.04 ± 0.01 0.02 ± 0.03 0.01 ± 0.26 

OC Sum of OC1 – OC5 0.39 ± 0.09 0.13 ± 0.08 2.22 ± 0.94 

EC  0.00 ± 0.00 0.00 ± 0.00 0.13 ± 0.30 

aLaboratory blanks 

bField blanks 
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Table 2.  Comparison of PM2.5 mass (µg/m3) for FRM, HPEM and PPOMS 

 FRM HPEM PPOMS 

n 10 8 10 

average 10.0 12.0 11.2 

SD 5.2 5.3 5.1 

 

 

 

Table 3. Average indoor OC and EC (±σ, µg C m-3) determined from different samplers, with the 

range shown in parentheses.  PM2.5 mass averaged 7.3±2.3 µg m-3. 

Samplers: n PPOMS IOGAPS Singlea Doubleb 

OCc 9 2.5 ± 0.4 

(1.9-3.2) 

2.4 ± 1.0 

(1.6-3.4)d 

7.7 ± 0.8 

(6.6-9.3) 

3.5 ± 1.2 

(2.3-6.3) 

EC 9 0.1 ± 0.2 

(0.0-0.5) 

0.1 ± 0.1 

(0.0-0.3)d 

0.1 ± 0.2 

(-0.2-0.4) 

0.2 ± 0.2 

(-0.0-0.4) 

aData from the first quartz filter in Harvard Impactor. 

bData show the difference between the first and second filters in the HI.  

cOC = OC1 + OC2 + OC3 + OC4 + OC5 

dNumber of samples = 8.  
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Figure Captions 
 
Figure 1. Schematic diagram of the PPOMS. 

Figure 2. PM2.5 mass determined from prototype PPOMS with different thickness of foam vs 

PM2.5 mass determined from the FRM. 

Figure 3. Predicted penetration of particles through the denuder inlet of POMS using the model 

of Vincent et. al., reference 24. 

Figure 4. Comparison of indoor organic carbon fractions from different samplers. 
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